[Technical adaptation of a breast coil to the clinical demands at 1 tesla].
Evaluating the increase of signal intensity on the T1-weighted pulse sequences is the simplest way of measuring the enhancement in MR studies of the breast. A good homogeneity within the coil is a prerequisite for such an evaluation. A coil with 3 parallel windings and good homogeneity is presented.